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SOFTWARE INSTALLATION INSTRUCTIONS
March 10'", 2024

Overview:
The document was created to guide the user on how to install the V-Sperm software on your PC.

V-Sperm 3.66 Installation instructions:

® Download the file: " V-Sperm_V3.66.0.9_I11" from the link below:
https://softwaregrid.mes-Iltd.com/Software/V-Sperm V3.66.0.9 111 Feb 2024.zip

® Extract V-Sperm_V3.66.0.9_111_Feb_2024.zip file.
® Open V-Sperm_V3.66.0.9_111_Feb_2024 folder

® Double click on the setup.exe file
® (Click: NEXT when a pop-up message appears

® Click: INSTALL to start the Hotfix installation process
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If V-Sperm 3.66 is already installed on this system:

1. Download the import database utility from the following link:
https://www.dropbox.com/scl/fi/y3d7ryd33bs6zqdgjfub8/VSpermMergedata 216.1.0.0.zip?rlkey=c2hvkwfijz
1w9iOtleaagdlinc&dI=0

2. Extract VSpermMergedata_216.1.0.0.zip

3. Open the V-Sperm Migrate database importer utility with Run as administrator option
(ImportDBData.exe Application file).

V-Sperm Migrate Database Importer d

Please select the old database to import from:

Please select the new database to import into

Import Database

4. Select the old V-Sperm 3.66 database to import from (The old database backup after installing the new
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version: C:\Program Files (x86)\V-Sperm 3.66\MESSQAV\MESSQAV_bk5.mdb).

5. Select the new V-Sperm 3.66 database to import into (C:\Program Files (x86)\V-Sperm 3.66\MESSQAV\
MESSQAV.mdb).

6. Press on the Import Database button and start the import database process.

7. Copy the old MESSQAV\Capture backup folder to the V-Sperm 3.66 MESSQAYV folder (C:\Program Files
(x86)\V-Sperm 3.66\MESSQAYV).

8. Check if you get all the data in the current V-Sperm.
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